MISSOUR!I DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV/RBT IV MAINTENANCE REPORT

Complete this report in duplicate at the time of the regular monthly preventive mainlenance check, and whenever instrument is repaired.
Send copy to Depariment of Health; retain originat in department file.

ALCO SENSOR IV SN RABT IV SN DATE OF INSPECTLON
O17 9/3 Otbo, S5380 362 [~ 15 213
LOCATION OF INSTRUMENT (STREET AND CITY} TIME QF INSPECTION
S5 2 Vevwt Or Calurca fasn Ac 63135 llo7

CHECKLIST: Piace a check {v) to the left of each item if found to be satisfactory or if operating within established limits. {Write
in observed values where determined.) Unchecked items must be corrected before using instruments,

& DIGITAL READOUT {ALL ELEMENTS OPERATIONAL)

Y TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

(X PRINTER WORKING PROPERLY

@ TIME AND DATE DISPLAYING PROPERLY

CALIBRATION CHECK -
Run three tests using a standard solution. All three tests must be within % 5% of the standard value and must have a spread

of .005 or tess. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
(¥ 0.100% STANDARD - MUST READ BETWEEN 0.085% and 0.105% INCLUSIVE

{1 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

{ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

TESTI ¥ 152 TEST2 # e 103 TESTS # /.,

&4 SIMULATOR TEMPERATURE (34°+ .2°Cj 5 ¢ oo

[X rFI DETECTOR OPERATING

& NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS FOLLOWS:
(DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS (0-.04) (05-09) ;- (.10-.14) 5 1(.15-19) {Over .19)
O o Y d e

List any new parts and describe any alteration or modilication that was made 1o restora the instrument lo operale satisfaclorily and within established
limi{s {use other side if necessary)

éc/f"(f\ Lab olo0 Loor aim [ K170 /:—,Sz’/) Fos. 2l Yy

INSPECTING OFFICER R D R . . U
SIGNATURE PRINT NAME
> m, [ g 1 Moo
FYPE t PEAMIT NUMBER/EXPIRATION DATE TELEPHON'E NUMBER
220 Lo S 1Y KV B A S Y Y
A0 $80-1351 (9-9%) AN EQUAL, OPPORTUNITY/AFFIRMATIVE ACTION EVPLOYEA LAB N4

$I00CRT Provivded 00 3 Aoodistriminatary pasis




GUTH LABORATORIES, INC.

590 NORYH 67th STREET # HARRISBURG, PA 17111- 4511 © TELEPHONE: 717.564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 12170 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on September 11, 2012, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1215% (w/vol) ethyl alcohol. The expiration date for this lot
number is September 5,2014 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

S—————

Ted L. Pauley, President
GUTH LABORATORIES, INC,

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose
values are (raceable to NIST.

All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weights.



!

Mh—%umm_mwwh«\

Firx

T
w.

5

L DS

o H
B

¥

‘-.”.{

T—

Lot Saap
= 1 sy

iR

b
[ ]

Fr owp

[




9?}‘02/’8 SP-Y A

Ell I Eapary
P £ 110 M LN
pare 13 -8
1% -3 AU
B l_-;-j PR
[t 1 0 i
P :,1‘:; ' g 50N
T, b [ - 18]
a2 | el i
1%} I [ox] e N
.. 1 m T o
(2] 1 4
e 57
- y ol 0o \
o 1 e Pl ]
- [ s
Lo b 153 [T RA7]
[ i b [Ay LS
i e ]
[ IR LR )
] =+ L [
(U 123
[




Wy i

G 2012 3 57PY DHSS Brastn AToahnt Progran Vs, 5063

State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

LOWELL MOORE

Is hereby authorized to instruct and supervise operators, lrain Instructors, inspect,
calibrate, perform fleld repairs, and operate the following breath analyzer(s).

ALCO-SENSOR IV W/PRINTER

for the delermination of the alcoholic content of bicod from a sample of expired (alveolar)

05/09/2012 L N

Diraclor of Stala Pubile Haallh Laboralory

oy 220110
o ﬂ«r;-a*—?/f /Q:mr;éz’f
Explras ML___ e Z;

Dirzelor, Deparmeant of Health

MO SE0-0TT1 (7-98) Lab. ¢ {R7-33}



